National Functional Guidelines Report # 7

1

0:45 Fri, Oct 31, 2008

Lab MITKEM (Mitkem Corporation) SDG Y4FX7 Case 37947 Contract EPW05030 Region 9 DDTID 65570 SOW SOMO01.2
Calibration Outliers
VOA Low Med InstrumentID=V5 Column=DB-624 Run-Batch=V5K2100.D
Outliers MeanRRF %RSD %D ASSOCIATED SAMPLES
Associated
. Analysis Outliers | RRF | RRF | RRF RRF | RRF Associated = Associated .
QCType LabFileID — /Time  Compound 5 10 50 100 100 13 NFG Lab NFG Lab NFG = g 100" Lab File ID Analysis
Date/Time
Continuing | V5K2281.D | 10272008 09:49:00 | Isopropanol 0.0270 VBLKAS  V5K2282.D | 10272008 10:16:00
Calibration
Verification
Y4FY3 V5K2288.D | 10272008 12:54:00
Y4FZ5 V5K2289.D 10272008 13:21:00
Y4G12 V5K2290.D 10272008 13:48:00




